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This protocol is amended to include the test substance dilution procedure for each batch of
Aqualogic based on the Sponsor’'s chemical analysis of the test substance on the day of
the efficacy testing. Per Sponsor, each batch of test substance will be diluted to the lower
certified limit of 660 ppm available chlorine using the following dilution procedures:

Modifications to Protocol:

Batch 073112-CL1: 356.99g of test substance + 143.01 g of diluent (sterile
deionized water).

Batch 080112-CL1: 352.78 g of test substance + 147.22 g of diluent (sterile
deionized water).

Note: The weights may vary by +/-0.03 grams. Equivalent dilutions may be made.

Changes to the protocol are acceptable as noted.
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PROPRIETARY INFORMATION

THIS DOCUMENT IS THE PROPERTY OF AND CONTAINS PROPRIETARY INFORMATION OF ATS LABS. NEITHER THIS
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PART, NOR USED FOR ANY PURPOSE OTHER THAN THE PERFORMANCE OF THIS WORK ON BEHALF OF THE SPONSOR,
WITHOUT PRIOR WRITTEN PERMISSION OF ATS LABS.
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Virucidal Efficacy of a Disinfectant for Use on Inanimate Environmental Surfaces Utilizing Duck Hepatitis
B Virus as a Surrogate Virus for Human Hepatitis B Virus

SPONSOR Ecolab, Inc.
Ecolab Schuman Campus, ESC-F6
655 Lone Oak Drive
Eagan, MN 55121-1560

TEST FACILITY ATS Labs
1285 Corporate Center Drive, Suite 110
Eagan, MN 55121

PURPOSE AND SCOPE

The purpose of this study is to evaluate the virucidal efficacy of a test substance against duck Hepatitis B virus to
be used as a surrogate virus for human Hepatitis B virus for registration of a product as a virucide. The test
procedure is to simulate the way in which the product is intended to be used. This method is in compliance with
the requirements of and may be submitted to, one or more of the following agencies as indicated by the Sponsor:
U.S. Environmental Protection Agency (EPA), Health Canada Therapeutic Products Directorate (TPD) and Australian
Therapeutic Goods Administration (TGA).

Human Hepatitis B virus (HBV), a member of the Hepadnaviridae Family of enveloped DNA-containing viruses,
presents a serious public safety concern. However, at present, there is no reliable in vitro infectivity assay for these
viruses and the most reliable in vivo system uses primates (chimpanzees). Duck Hepatitis B virus, also a member of
Hepadnaviridae Family, serves as a valuable model virus for human Hepatitis B virus, since these viruses share
many similar characteristics.

TEST SUBSTANCE CHARACTERIZATION

Test substance characterization as to content, stability, solubility, storage, etc., (40 CFR, Part 160, Subpart F
[160.105)) is the responsibility of the Sponsor. The test substance shall be characterized before the experimental
start date of this study. Pertinent information, which may affect the outcome of this study, shall be communicated
in writing to the Study Director upon sample submission to ATS Labs.

SCHEDULING AND DISCLAIMER OF WARRANTY

Experimental start dates are generally scheduled on a first-comeffirst-serve basis once ATS Labs receives the
Sponsor approved/completed protocol, signed fee schedule and corresponding test substance(s). Based on all
required materials being received at this time, the proposed experimental start date is August 8, 2012. Verbal results
may be given upon completion of the study with a written report to follow on the proposed completion date of
August 29, 2012. To expedite scheduling, please be sure all required paperwork and test substance documentation
is complete/accurate upon arrival at ATS Labs.

If a test must be repeated, or a portion of it, because of failure by ATS Labs to adhere to specified procedures, it
will be repeated free of charge. If a test must be repeated, or a portion of it, due to failure of internal controls, it
will be repeated free of charge. “Methods Development” fees shall be assessed, however, if the test substance
and/or test system require modifications due to complexity and difficulty of testing.

If the Sponsor requests a repeat test, they will be charged for an additional test. The repeat test will be conducted
under the same project number.

Neither the name of ATS Labs nor any of its employees are to be used in advertising or other promotion without
written consent from ATS Labs.

The Sponsor is responsible for any rejection of the final report by regulatory agencies concerning report format,
pagination, etc. To prevent rejection, Sponsor should carefully review the ATS Labs final report and notify ATS
Labs of any perceived deficiencies in these areas before submission of the report to the regulatory agency. ATS
Labs will make reasonable changes deemed necessary by the Sponsor, without altering the technical data.
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JUSTIFICATION FOR SELECTION OF THE TEST SYSTEM

Regulatory agencies require that a specific virucidal claim for a disinfectant intended for use on hard surfaces be
supported by appropriate scientific data demonstrating the efficacy of the test substance against the claimed
virus. The agency will accept adequate data generated by the appropriate technique in support of a virucidal
efficacy claim. This is accomplished by treating the target virus with the disinfectant (test substance) under
conditions, which simulate as closely as possible, in the laboratory, the actual conditions under which the
disinfectant is designed to be used. For disinfectant products intended for use on hard surfaces (dry, inanimate
environmental surfaces), an in vitro carrier method is used in the generation of the supporting virological data.
Primary duck hepatocytes, which support the growth of the duck Hepatitis B virus will be used in this study. The
experimental design in this protocol meets these requirements.

TEST PRINCIPLE

A film of virus, dried on a glass surface, is exposed to the test substance for a specified contact time. At the end
of the exposure time, the virucidal and cytotoxic activities are removed from the virus-test substance mixture, and
the mixture is assayed for viral infectivity by an accepted assay method. Appropriate virus, test substance
cytotoxicity, and neutralization controls are run concurrently.

STUDY DESIGN
Dried virus films will be prepared in parallel and used as follows:
The appropriate number of films for each batch of test substance assayed per exposure time requested.

The appropriate number of films for virus control titration (titer of virus after drying) per exposure time
requested.

At the end of the specified exposure time, resuspended virus-test substance mixtures will be detoxified and made
non-virucidal by immediately adding the contents to a Sephadex gel filtration column followed by 10-fold serial
dilutions in test medium. Each dilution is assayed for viral infectivity by inoculation into primary duck hepatocyte
cell cultures. The resuspended virus control films and each batch of test substance alone (for toxicity
determinations) will be treated in exactly the same manner. For analysis of infectivity, the cell cultures will be held
for the appropriate incubation period and microscopically observed for the presence of test virus or cytotoxicity.
For analysis of cytotoxicity, the viability of cultures inoculated with dilutions of each test and cytotoxicity control
will be determined. Uninfected cell cultures will be maintained to serve as a negative control. In addition to the
above titrations for infectivity and toxicity, the residual virucidal activity of the test substance following
neutralization will be determined by adding a low titer of stock virus to each dilution of the detoxified test
substance (toxicity control dilutions). The resulting mixtures of dilutions are assayed for infectivity in order to
determine the dilution(s) of test substance at which virucidal activity, if any, is retained. On the final day of
incubation an indirect immunofluorescence assay will be performed utilizing a monoclonal antibody specific for the
envelope protein of the duck Hepatitis B virus.

Template: 303-1H - Proprietary Information -

1285 Corporate Center Drive, Suite 110 « Eagan, MN 55121 « 877.287.8378 « 651.379.5510 « Fax: 651.379.5549

1285 Corporate Center Drive, Suite 110 « Eagan, MN 55121 « 877.287.8378  Fax: 651.379.5549 « www.ats-labs.com

(23/12

EXACT COPY



Project No. A13931 Ecolab, Inc. e, ‘ -~ .
Protocol Number: EC0O01072512.DHBV Page 22 of 31 /\T S L/\BS

Protocol Number: EC0O01072512.DHBV Ecolab, Inc. AT S"" /\‘ BS .

Page 4 of 13

The following table outlines the specific parameters that will be tested:

PARAMETERS TESTED FOR VIRUCIDAL EFFICACY ASSAY
Test or Control Group D"m(i:(‘::fig_s::;:? e C:J:“Sﬁlmg'rl‘s
Negative Controls N/A 2-4
Input Virus Control (not dried) -4,-5-6,-T* 4
Dried Virus Control 4 4,-5,-6,-7" 4
Test Samples (per batch of test substance) * -1,-2,-3,-4 4
Cytotoxicity Control (per batch of test substance) 110 43 5
Neutralization Control (per batch of test substance) 1:22.43 )

* The ending dilution assayed may change depending on the titer of the virus.
* Performed in duplicate for data submitted to U.S. EPA and/or Australia TGA regulatory agencies. Five
replicates assayed for data submitted to Health Canada TPD.

VIRUS

The duck Hepatitis B virus (DHBV) to be used for this assay was obtained commercially from Hepadnavirus
Testing Inc., Palo Alto, CA and consists of duck Hepatitis B virus serum obtained from congenitally infected
ducklings. The specific strain utilized will be documented in the raw data and the final report. Alternate virus may
be obtained from other reputable sources; this information will be clearly documented in the raw data and the final
report. Virus aliquots are maintained at <-70°C. On the day of use, the appropriate number of aliquots are
removed, thawed, combined if necessary and maintained at a refrigerated temperature until used in the assay.
Note: |If the Sponsor requests an additional organic soil load challenge, the requested organic soil will be
incorporated into the stock virus aliquot. The stock virus aliquot will be adjusted to yield the percent organic soil
load requested.

INDICATOR CELL CULTURES

A suspension of primary duck hepatocytes is received at ATS Labs following an in situ perfusion of the duck liver.
The source of the ducklings and perfusion location will be specified in the final report. The hepatocytes are seeded
into sterile disposable tissue culture labware by ATS Labs personnel, maintained at 36-38°C in a humidified
atmosphere of 5-7% CO, and used at the appropriate density. Only ducklings verified to be free of the test virus
through polymerase chain reaction (PCR) analysis will be utilized in the assay.

All cell culture documentation is retained for the cell cultures used in this assay with respect to source, seeding
densities, and the general condition of the cells.

TEST MEDIUM
The test medium to be utilized in this assay is Leibovitz L-15 medium supplemented with 0.1% glucose, 10 uM
dexamethasone, 10 pg/mL insulin, 20 mM HEPES, 10 ug/mL gentamicin, and 100 units/mL penicillin.
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PREPARATION OF THE TEST SUBSTANCE

The dilution of the test substance used will be as recommended by the Sponsor. The test substance will be pre-
equilibrated to the desired test temperature if applicable. The number of batches of test substance assayed will
be as requested by the Sponsor.

PREPARATION OF THE VIRUS FILMS

Films of virus will be prepared by spreading 200 pL of virus inoculum uniformly over the bottoms of the
appropriate number of 100 X 15 mm sterile glass petri dishes (without touching the sides of the petri dish). The
virus will be air-dried at 10°C-30°C until visibly dry (=230 minutes). The drying conditions (temperature and
humidity) will be appropriate for the test virus for the purpose of obtaining maximum survival following drying. The
actual drying conditions, drying time and calibrated timer used will be clearly documented.

For U. S. EPA, Australian TGA, and internal/other use only, two dried virus film per batch of test substance will be
assayed unless otherwise requested. For Health Canada TPD, five dried virus films per batch of test substance will
be assayed unless otherwise requested. If multiple regulatory agencies are chosen, the greater number of virus films
will be assayed.

TEST METHOD

Preparation of Sephadex Gel Filtration Columns

To reduce the cytotoxic level of the virus-test substance mixture prior to assay of virus, and/or to reduce the virucidal
level of the test substance, virus is separated from the test substance by filtration through Sephadex gel. The type of
Sephadex used will be specified in the final report. On the day of testing, Sephadex columns are prepared by
centrifuging the prepared Sephadex gel in sterile syringes for three minutes to clear the void volume. The columns
are now ready to be used in the assay.

Input Virus Control
On the day of testing, the stock virus utilized in the assay will be titered by 10-fold serial dilution and assayed for
infectivity to determine the starting titer of the virus. The results of this control are for informational purposes only.

Treatment of Virus Films with the Test Substance

For each batch of test substance assayed, the appropriate number of dried virus films are individually exposed to a
2.0 mL aliquot of the use dilution of the test substance (liquid products), or to the amount of spray released under use
conditions (spray products) and held covered for the specified exposure time and temperature. A calibrated timer will
be used for timing the exposure. The actual temperature will be recorded. Just prior to the end of the exposure time,
the plates are individually scraped with a cell scraper to resuspend the contents and at the end of the exposure time
the virus-test substance mixtures are immediately passed through individual Sephadex columns utilizing the syringe
plunger in order to detoxify the mixture. The filtrate (10 dilution) is then titered by 10-fold serial dilution and assayed
for infectivity and/or cytotoxicity. To further aid in the removing of the cytotoxic effects of the test substance to the
indicator cell cultures, individual dilutions may be passed through additional individual Sephadex columns.

Treatment of Dried Virus Control Films

The appropriate number of virus films are prepared as described previously. The virus control films are run in parallel
to the test virus but a 2.0 mL aliquot of test medium is added in lieu of the test substance. The virus control films are
held covered and exposed to the test medium for the same exposure time and at the same exposure temperature as
the test films are exposed to the test substance. A calibrated timer will be used for timing the exposure. The actual
temperature will be recorded. Just prior to the end of the exposure time, the virus control films are individually
scraped as previously described and at the end of the exposure time the mlxtures are immediately passed through
individual Sephadex columns utilizing the syringe plunger. The filtrate (10 dilution) is then titered by 10-fold serial
dilution and each dilution is then assayed for infectivity. If additional Sephadex columns were used to further reduce
the cytotoxic effects in the test substance assay, the same dilutions of the virus control will be passed through
additional individual Sephadex columns. The purpose of this control is to determine the titer of the dried virus that
was exposed to the test system. The titers of the dried virus control replicates will be used to calculate the log
reduction or Most.Rrobabky Number (MPN) following the exposure of the virus to the test substance.

Probabl e
covrethon Je shislis
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Cytotoxicity Control

A 2.0 mL aliquot of each batch of test substance (liquid products) or the amount of the test substance recovered
when sprayed onto a sterile petri dish (spray products), is filtered through a Sephadex column utilizing the syringe
plunger The filtrate is then titered by 10-fold serial dilution in test medium and inoculated into cell cultures and
assayed for cytotoxicity. For spray products, the cytotoxicity control will be held covered for the longest requested
exposure time at the requested exposure temperature. A calibrated timer will be used for timing the exposure. If
additional Sephadex columns were used to further reduce the cytotoxic effects of the test substance to the indicator
cell cultures in the test substance assay, the same dilutions of the cytotoxicity control will be passed through
additional individual Sephadex columns. The cytotoxicity of the cell cultures is scored at the same time as the virus-
test substance and virus control cultures.

When the organic soil load contains blood, a dried film comprised of test medium with the requested concentration of
blood may be prepared for each batch of test substance assayed. The prepared fim(s) will be held for the longest
requested exposure time and temperature and will be treated as previously described. The same procedure may be
utilized for other organic soil load components as needed.

Assay of Non-Virucidal Level of Test Substance (Neutralization Controls)

Each dilution of the neutralized test substance (cytotoxicity control dilutions) will be challenged with an aliquot of low
titer stock virus to determine the dilution(s) of test substance at which virucidal activity, if any, is retained. Dilutions
that show virucidal activity will not be considered in determining reduction of the virus by the test substance.

Using the cytotoxicity control dilutions prepared above, an additional set of indicator cell cultures will be inoculated
in duplicate with a 250 pL aliquot of each dilution. A 100 uL aliquot of low titer stock virus will be inoculated into
each cell culture well and the indicator cell cultures will be incubated along with the test and virus control plates.

Infectivity Assay

Primary duck hepatocytes will be used as the indicator cell line in the infectivity assay. Cells contained in cell
culture labware will be inoculated in quadruplicate with the dilutions prepared from the input virus control, dried
virus control and the test substances. The cytotoxicity and neutralization control dilutions will be inoculated in
duplicate. A 250 pL aliquot will be inoculated into each well of a 12 well cell culture plate. The inoculum will be
allowed to adsorb overnight at 36-38°C in a humidified atmosphere of 5-7% CO,. If necessary, additional test
medium will be added to the indicator cell cultures prior to inoculation to sufficiently cover the monolayer during
the adsorption period. Following the adsorption period, a 1.0 mL aliquot of test medium will be added to each cell
culture well. Uninfected indicator cell cultures (negative cell controls) will be inoculated with test medium alone.
The cultures are incubated at 36-38°C in a humidified atmosphere of 5-7% CO, for approximately ten days. The
test medium will be aspirated from each test and control well and replaced with fresh medium as needed
throughout the incubation period. On the final day of incubation, the cultures will be microscopically scored for
cytotoxicity and an indirect immunofluorescence assay will then be performed using a monoclonal antibody
specific for the envelope protein of the DHBV.
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DATA ANALYSIS

Calculation of Titers
Viral and cytotoxicity titers will be expressed as -log;, of the 50 percent titration endpoint for infectivity (TCIDso) or
cytotoxicity (TCDsp), respectively, as calculated by the method of Spearman Karber.

Sum of % mortality at each dilution
100

- Log of st dilution inoculated — [(( ) - 0.5) X (]ogarithm of dilution):I

Statistical Methods

The logso reduction in infectivity will be calculated using a Most Probable Number (MPN) statistical method. The
Statistical Analysis of Virucide Carrier Test Data Template for calculating the Log Reduction (LR) and Associated
Standard Error (SE); version of 6 January, 2010, obtained from Martin A. Hamilton, Big Sky Statistical Analysts
LLC, Bozeman, MT, USA, will be used.

Note: If the data will be submitted to Health Canada TPD ONLY, the following calculation for logs, reduction may be
used instead of the MPN statistical method. The average titer of the replicates will be calculated and the average titer
will be used to calculate the log reduction in viral titer of the individual test replicates.

Calculation of Log Reduction
Average Dried Virus Control Log TCIDs — Test Substance Log TCIDsp = Log Reduction

PROCEDURE FOR IDENTIFICATION OF THE TEST SYSTEM

The specialized virucidal testing section of ATS Labs maintains Standard Operating Procedures (SOPs) relative
to virucidal efficacy testing studies. Virucidal efficacy testing is performed in strict adherence to these SOPs
which have been constructed to cover all aspects of the work including, but not limited to, receipt, log-in, and
tracking of biological reagents including virus and cell stocks for purposes of identification, receipt and use of
chemical reagents including cell culture medium components, etc. These procedures are designed to document
each step of virucidal efficacy testing studies. Appropriate references to medium, batch number, etc. are
documented in the raw data collected during the course of each study.

Additionally, each virucidal efficacy test is assigned a unique Project Number when the Study Director initiates the
protocol for the study. This number is used for identification of the test culture plates, etc. during the course of the
test. Test culture plates are also labeled with reference to the test virus, experimental start date, and test product.
These measures are designed to document the identity of the test system.

METHOD FOR CONTROL OF BIAS: N/A

Template: 303-1H - Proprietary Information -

1285 Corporaie Center Drive, Suile 110 » Eagan, MN 55121 « 877.287.8378 « 651.379.5510 « Fax: 651.379.5549

ety /2SRRI

1285 Corporate Center Drive, Suite 110 « Eagan, MN 55121 « 877.287.8378 « Fax: 651.379.5549 « www.ats-labs.com

1




LABS

Project No. A13931 Ecolab, Inc. /\T S e
Protocol Number: EC001072512.DHBV Page 26 of 31

Protocol Number: ECO01072512.DHBV Ecolab, Inc. /\T S"‘l /\ BS .

Page 8 of 13

STUDY ACCEPTANCE CRITERIA

Only the applicable acceptance criteria and references for the regulatory agency reviewing the data will be
included in the final report.

U.S. EPA Submission

A valid test requires 1) that at least 4 logq of infectivity be recovered from the dried virus control film; 2) that when
cytotoxicity is evident, at least a 3-log reduction in titer is demonstrated beyond the cytotoxic level; 3) that the cell
controls be negative for infectivity. If any of the previous requirements are not met, the test may be repeated
under the current protocol number. Note: An efficacious product must demonstrate complete inactivation of the
virus at all dilutions. .

Health Canada TPD Submission

A valid test requires 1) at least a 4-log infectivity be recovered from the dried virus control film beyond the
cytotoxic level of the test substance; 2) that the cell controls be negative for infectivity. If any of the previous
requirements are not met, the test may be repeated under the current protocol number. Note: An efficacious
product must demonstrate at least a 3 logso reduction in viral titer beyond the cytotoxic level of the test substance.

Australian TGA Submission

A valid test requires 1) that at least 4 l0gso of infectivity be recovered from the dried virus control film; 2) that when
cytotoxicity is evident, at least a 3-log reduction in titer is demonstrated beyond the cytotoxic level; 3) that the cell
controls be negative for infectivity. If any of the previous requirements are not met, the test may be repeated
under the current protocol number. Note: An efficacious product must demonstrate complete inactivation of the
virus at all dilutions.

FINAL REPORT

The report will include, but not be limited to, identification of the sample and date received, dates on which the
test was initiated and completed, identification of the virus strain used and composition of the inoculum,
description of cells, medium and reagents, description of the methods employed, tabulated results, calculated
titers for infectivity and cytotoxicity, and a conclusion as it relates to the purpose of the test. . A draft report may be
requested by the Sponsor. The final report will be prepared once the Sponsor has reviewed the draft report and
notified the Study Director to complete the study.

TEST SUBSTANCE RETENTION
Test substance retention shall be the responsibility of the Sponsor. Unused test substance will be discarded
following study completion unless otherwise requested.

PROTOCOL CHANGES

If it becomes necessary to make changes in the approved protocol, the revision and reasons for change will be
documented, reported to the Sponsor and will become a part of the permanent file for that study. Similarly, the
Sponsor will be notified as soon as possible whenever an event occurs that may have an effect on the validity of the

study.
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RECORD RETENTION

Study Specific Documents

All of the original raw data developed exclusively for this study shall be archived at ATS Labs. These original data
include, but are not limited to, the following:

1. All handwritten raw data for control and test substances including, but not limited to, notebooks, data
forms and calculations.

Any protocol amendments/deviation notifications.

All measured data used in formulating the final report.

Memoranda, specifications, and other study specific correspondence relating to interpretation and
evaluation of data, other than those documents contained in the final study report.

Original signed protocol.

Certified copy of the final study report.

Study-specific SOP deviations made during the study.

_ON

N o

Facility Specific Documents

The following records shall also be archived at ATS Labs. These documents include, but are not limited to, the
following:

1. SOPs which pertain to the study conducted.
2. Non study-specific SOP deviations made during the course of this study, which may affect the results
obtained during this study.
3. Methods which were used or referenced in the study conducted.
‘ 4. QA reports for each QA inspection with comments.
‘ 5. Facility Records: Temperature Logs (ambient, incubator, etc.), Instrument Logs, Calibration and
| Maintenance Records

6. Current curriculum vitae, training records, and job descriptions for all personnel involved in the study.

‘ Template: 303-1H - Proprietary Information -
1285 Corporate Center Drive, Suite 110 « Eagan, MN 55121 « 877.287.8378 « 651.379.5510 « Fox: 651.379.5549

1285 Corporate Center Drive, Suite 110 « Eagan, MN 55121 « 877.287.8378 « Fax: 651.379.5549 « www.ats-labs.com

/23/13

EXACT COPY



q"\ el/fe/O, Ad0) 1DVX3

-

5L/ABS

Project No. A13931 Ecolab, Inc. /\T S y
Protocol Number: ECO01072512.DHBV Page 28 of 31 ¥

Protocol Number: ECO01072512.DHBV Ecolab, Inc. /.\TS-:."'I /\ BS ‘

Page 10 of 13

REFERENCES

1. Annual Book of ASTM Standards, Section 11 Water and Environmental Technology Volume 11.05 Pesticides;
Environmental Assessment; Hazardous Substances and Oil Spill Response, E 1053 (current version).

2. Annual Book of ASTM Standards, Section 11 Water and Environmental Technology Volume 11.05 Pesticides;
Environmental Assessment; Hazardous Substances and Oil Spill Response, E 1482 (current version).

3. U.S. Environmental Protection Agency, Office of Chemical Safety and Pollution Prevention, Product
Performance Test Guidelines, OCSPP 810.2000: General Considerations for Public Health Uses of
Antimicrobial Agents, March 12, 2012.

4. U.S. Environmental Protection Agency, Office of Chemical Safety and Pollution Prevention, Product
Performance Test Guidelines, OCSPP 810.2200: Disinfectants for Use on Hard Surfaces — Efficacy Data
Recommendations, March 12, 2012.

5. Diagnostic Procedures for Viral, Rickettsial, and Chlamydial Infections. Lennette, E.H., Lennette, D.A. and
Lennette, E.T. editors. Seventh edition, 1995

6. Blackwell, J.H., and J.H.S. Chen. 1970. Effects of various germicidal chemicals on HEP-2 cell culture and
Herpes simplex virus. J. AOAC 53:1229-1236.

7. Environmental Protection Agency Federal Register: August 25, 2000 (Volume 65, Number 166).

8. Canadian General Standards Board, Minister of Public Works and Government Services, August 1997.
Assessment of Efficacy of Antimicrobial Agents for Use on Environmental Surfaces and Medical Devices,
CAN/CGSB-2.161-97.

9. Health Canada Therapeutic Products Directorate, October 29, 2007. Guidance Document: Disinfectant Drugs,
Health Products and Food Branch.

10. Australian Therapeutic Goods Administration (TGA), February 1998. Guidelines for the Evaluation of
Sterilants and Disinfectants.

11. Australian Therapeutic Goods Administration (TGA), February 1998. Therapeutic Goods Order No. 54:
Standard for Disinfectants and Sterilants.

12. Australian Therapeutic Goods Administration (TGA), March 1997. Therapeutic Goods Order No. 54A:
Amendment to Standard for Disinfectants and Sterilants (TGO 54).

13. Australian Therapeutic Goods Administration (TGA), July 2005. Draft Guidelines for the Evaluation of
Household/Commercial and Hospital Grade Disinfectants.

14. Statistical Analysis of Virucide Carrier Test Data Template for calculating the Log Reduction (LR) &
associated Standard Error (SE); version of 6 January, 2010. Martin A. Hamilton, Big Sky Statistical Analysts
LLC, Bozeman, MT USA.

Template: 303-1H - Proprietary Information -

1285 Corporate Center Drive, Suite 110 « Eagan, MN 55121 « 877.287.8378 « 651.379.5510 e Fax: 651.379.5549

1285 Corporate Center Drive, Suite 110 » Eagan, MN 55121 e 877.287.8378 e Fax: 651.379.5549 « www.ats-labs.com




Project No. A13931 Ecolab, Inc. B e
Protocol Number: ECO01072512.DHBV Page 29 of 31 /\T S L/\BS

Protocol Number: ECO01072512.DHBV Ecolab, Inc. /\T S ..... l /\ BS

Page 11 0f 13

STUDY INFORMATION
(All sections must be completed prior to submitting protocol)

Test Substance (Name and batch number - exactly as should appear on final report):

Aam m\o Radcned: MRIA-0LL1 & BBOHZ-CL

Explratlon Date: g(@b}gﬁ\ C:!{!_\._l,J; WSI ].Q LLl NG L’)"n % ()gb! '2'QL/ - m/OI/IZ

Product Description
O Quaternary ammonla Q Peracetic acid (¥ Sodium hypochlorite
0O lodaophor O Peroxide Q Other______

o
Test Substance Active Concentration (upon submission to ATS Labs): r D-‘Dg (O(a / o

Storage Conditions )
O Room Temperalure @ 2-8°C QO Other
Hazards
O None known: Use Standard Precautions M Material Safety Data Sheet attached for.each product
Q oAsFolawey e Db e o o e e et el BT RO Rt R s et ¢
Product Preparation a‘}z)"‘ Tost Sl.le‘l‘ﬂﬂCt badcvien o e d.llu:\trl \'D‘“"Q LQ'LO
O No dilution required, Use as received (RTU) [0 ()Qm fuailable M:m Dl hm pmud.cw.

® *Dilution(s) to be tested: i idad offico'ey yabn
defined as Wit P(W \u\p\ng égg\gc: :A ~.,2
(example: 1 oz/gallon) (amount of test substance)  (amounto iluent) LS'“M'S ¢ :

® Delonized Water (Filter or Autoclave Sterilized).
Q Tap Water (Filter-or Autoclave Sterilized)
O AOAC Synthetic Hard Water: PPM
Q Other
*Note: An equivalent dilution may be made unless otherwise requested by the Sponsor.

Test Virus: duck Hepatitis B virus as a surrogate virus for Human Hepatitis B virus

Exposure Time: 6 \m | ﬂ L\M . ra //q/ h
S04 1 Fhoromuhcd v Sponsov. §ee oma datd x\iuliz 5S4 ia
Exposure Temperature: oom temperature (range to be based on specific regulatory agency requirements)
Q Other;, °C (please specify range)

Dlrectlons for aﬁplicatlon of aerosol/spray products (if applicable): 2Aco(quip oF 6 gistance
N Lo-% \Akh F N Y
D Check here if spray instructions are not applicable.

Organic Soil Load
# No additional soil load required, whole duck serum will be utilized
QO An additional 5% fetal bovine serum added to whole duck serum
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REGULATORY AGENCY(S) THAT MAY REVIEW DATA

U.S. EPA

Health Canada (Canadian TPD)

Therapeutic Goods Administration (Australlan TGA)

Not applicable - For intemal/other use only (Efficacy result will be based on U.S: EPA requirements)

0ooo®

TEST SUBSTANCE SHIPMENT STATUS

0O Has been used in one or more previous studies at ATS Labs.
O Has been shipped to ATS Labs (but has not been used iri a previous study).
Date shipped to ATS Labs: Sent via overnight delivery? 0 Yes O No

G. Will be shipped to ATS Labs. \
Date of expected receipt at ATS Labs; % W ‘9‘

O Sender (if other than Sponsor):

COMPLIANCE

This study will be conducted in compliance with the' EPA Good Laboratory Practices Regulations of 40 CFR Part
160 (Federal Register Notice [August 17, 1989]) and in-accordance to standard operating procedures.

Yes

O No (Non-GLP Study)

.Aq\ﬂ\\l PROTOCOL MODIFICATIONS

s 0U¢ - Approved without modification
VAN @ Approved with modification

i Baopn (ol L Wt kani o kS N 14} wied indig Codlab Bt

g VAR 1 2000TY - Ths, denr Sp.bStanta bocvus we e uded e | guoer
PROSFB%BLATTACHMENTS Uukkied Limdt ofF LloOgem \OK\)Q}\Q%UQQE}\N\IIM Hhowd ot

Supplemental Information Form Attached - O Yes & No Weludd vwine Sl - 2DeA .

m
>

>

(]

-

(=)

o

w

-<
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APPROVAL SIGNATURES
SPONSOR:
NAME: Ms. Latirinda Holen TITLE:. Microbiologlst

SIGNATURE: ( iziilﬂlﬂﬂd(l“mpf’ Kot DATE; ?‘ / 7/ A

PHONE:___(651) 795 — 5974 FAX:__(651) 204 — 7501 EMAIL:__laurinda.holen@gcolab.com.

For confidentlality purposes, study information will be released only to the sponsor/representative signing the
protocol (above) unless other individuals are specifically authorized in writing to receive study information.

Other individuals authorized to receive information regarding this study: 0 See Attached
ATS Labs:
NAME: Jh NN (\UﬂW(UA,-\
‘Study Divector

SIGNATURE: “D{\‘(M\er\ \/'Rv (}hwnfﬁ-‘q DATE: %)&0! .

Study Director 0
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